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Health in Code, S.L. guarantees that all its products are free of defects in both the materials 
used and the manufacturing process. This guarantee is valid until the expiration date, 
provided that the storage conditions set out in this manual are followed. 

Our products are designed for in vitro diagnostics. makes no other express or implied 
guarantee that extends beyond the proper operation of the components of this kit. The only 
obligation of Health in Code, S.L. in relation to the aforementioned guarantees is to replace 
the products or refund the purchase price, as requested by the customer, provided that the 
defect in the materials or the manufacture of its products is proven. Health in Code, S.L. shall 
not be liable for any direct or indirect damages resulting from economic losses or damages 
that may arise from the use of this product by the purchaser or user. 

All the products marketed by Health in Code, S.L. undergo rigorous quality control. 
has passed all internal validation tests, which guarantee the reliability and 

reproducibility of each manufactured batch. 

For any questions about the applications of this product or the protocols thereof, please 
contact our Technical Department: 
  

  

 

Imegen® is a registered trademark of Health in Code, S.L in Spain. 

 

 

Modifications to the instructions for use (IFU) 

Version 05 DEC 2023 Review and update of section "3. Technical characteristics". 

Version 04 NOV 2022 Change of manufacturer’s address: Health in Code S.L., Calle de la Travesía s/n, 
15E Base 5, Valencia 46024, Spain . 

Version 03 SEP 2022 Change of manufacturer’s identification: from Imegen to Health in Code, S.L. 

Version 02 MAR 2020 Content review . 

mailto:tech.support@healthincode.com
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General information
 

 

The term cancer refers to a very broad and varied group of diseases characterized by 
uncontrolled cell growth that can spread to tissues in other parts of the body. The causes 
that trigger the appearance of cancer are highly varied and are frequently the result of 
the interaction of numerous risk factors. These risk factors cause variations to genes and 
the genome, which give rise to loss of control in certain biological processes, causing 
uncontrolled cell growth. 

Microsatellite instability (MSI), or replication error, is a manifestation of genomic 
instability that occurs in a large number of malignancies, where the ability of tumor cells 
to faithfully replicate DNA is decreased overall. Therefore, MSI is both a marker for 
functional inactivation of some of the genes involved in DNA repair, the MMR (mismatch 
repair) system, and is associated with high mutation ratios in coding DNA. 

MSI has mainly been studied in sporadic and hereditary colorectal cancer, but has also 
been observed in other tissues, such as the endometrium and ovary. MSI analysis 
provides valuable clinical information on tumor diagnosis and prognosis. 
 

References 
 
› Pagin et al. British Journal of Cancer (2013). 108, 2079 – 2087. 

› Karin D. Berg et al. Journal of Molecular Diagnostics (2000) Vol.2, No 1. 
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Intended use
 

 

Health in Code, S.L., has developed for the analysis of microsatellite 
instability by conventional PCR and subsequent capillary electropheresis.  

This kit includes eight markers, of which five have been recommended by the National 
Cancer Institute (NCI) since 1997 and are known as the Bethesda panel (BAT25, BAT26, 
D2S123, D5S346 and D17S250). The sensitivity and informativity of this panel in different 
tissues has been demonstrated in numerous studies. Along with these five markers, the kit 
contains a further three: BAT40, NR21 and NR22. 

These eight markers can be used to detect instability between patients’ tumor tissue and 
healthy tissue. In addition, the markers D2S123, D5S346 and D17S250 are very polymorphic 
in the population and when they do not determine instability, they can also be used to 
ensure sample traceability. 

PCR products will be separated by capillary electrophoresis and detected by different 
labeling: 6-FAM™, NED™ and VIC™. 

is for in vitro diagnostic use only and is intended for professionals in the 
molecular biology sector. 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Table 1. General information on the instability markers included in MSI OncoKitDx 
 
 
 

 
 

 
 

 

Marker Repetitive 
element Size range  (bp) Size C+ (bp) Fluorophore 

BAT26 A 90 - 110 103 FAM 

BAT25 T 130 - 150 145 FAM 

BAT40 T 160 - 200 187 FAM 

NR22 T 100 - 115 109 VIC 

D2S123 CA 120 - 160 134,152 VIC 

NR21 T 180 - 200 197 VIC 

D5S346 CA 70 - 110 84,96 NED 

D17S250 CA 170 - 200 176,180 NED 
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Technical characteristics
 

 

This kit was validated with samples previously diagnosed by other laboratories, using 
different methodologies, and in our own laboratories, using other previously validated 
systems. The kit specifically detects the targets defined in section 2 of this document, 
repeatedly and reproducibly. 

The material needed for this study is genomic DNA from both tumor and healthy tissue 
from the same patient. This DNA can come from tissues preserved in paraffin, fresh or 
frozen tissue and peripheral blood. The total quantity of DNA needed is 10 ng. 
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Safety warnings  
and precautions

 
 

 We recommend strictly following the instructions in this manual, especially regarding 
the handling and storage conditions for the reagents. 

 Do not pipette by mouth. 

 Do not smoke, eat, drink or apply cosmetics in the areas where kits and samples 
are handled. 

 Any skin conditions, as well as cuts, abrasions and other skin lesions should be 
properly protected. 

 Do not pour reagent residues into the drinking water system. It is recommended to 
use the waste containers set out by the legal regulations and to manage them via an 
authorized waste manager. 

 In the case of accidental spillage of any of the reagents, avoid contact with skin, eyes 
and mucous membranes and clean with plenty of water.  

 Material safety data sheets (MSDS) for all hazardous components contained in this kit 
are available upon request. 

 This product requires the handling of samples and materials of human origin. We 
recommend all human-sourced materials be considered potentially infectious and 
handled in accordance with the OSHA Biosafety Level 2 standard for bloodborne 
pathogens or other relevant biosafety practices should be used for materials that 
contain or are suspected of containing infectious agents. 

 The reagents included in this kit are not toxic, explosive, infectious, radioactive, 
magnetic or corrosive and do not cause biological environmental contamination.  

 This kit has been validated with specific equipment and under specific conditions that 
may vary significantly in other laboratories. It is therefore recommended that each 
laboratory perform an internal validation when using the kit for the first time.  

 The manufacturer is not responsible for the assay not working properly when the 
reagents included in the kit are replaced by other reagents not supplied by Health 
in Code, S.L. 

 The manufacturer does not guarantee the reproducibility of the assay when the user 
includes reagents not validated by Health in Code, S.L., considering them equivalent 
to those supplied in the kit. 
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Kit contents and  
        storage conditions

 

 

This kit contains enough reagents for 48 determinations (24 cases of tumor and normal 
tissue analysis from the same patient). The list of reagents included in the kit is as follows: 

 General Master Mix III: PCR Mix with the quantities of enzymes, nucleotides and buffer 
necessary to carry out amplification reactions. 

 MSI Buffer: This contains MgCl2 at the concentration necessary to perform 
amplification reactions. 

 MSI Master Mix: This contains the oligonucleotides necessary to carry out the 
amplification of the kit’s target regions. 

 Positive Control: Genomic DNA at the optimal amplification concentration at which 
normal alleles are present for all analyses performed with the kit. (See section 8 of 
this document). 
 

 

Reagents Color Quantity Storage 

General Master Mix III White pad 240  µl -20ºC 

MSI Buffer Green pad 745 µl -20ºC 

MSI Master Mix Purple pad 120 µl -20ºC 

Positive Control Purple cap 24 µl -20ºC 
 

Table 2. MSI OncoKitDx kit components 
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Equipment, reagents  
        and materials not supplied

 

 

Equipment: 

 Termociclador convencional 
 Conventional thermal cycler. 
 10 µL, 20 µL, 200 µL and 1000 µL micropipettes 
 Vortex. 
 Centrifuge. 
 Capillary electrophoresis equipment. 

 
Reagents: 

 GeneScan™ 500 LIZ® (Applied Biosystems cat. no. 4322682) 
 Hi-Di™ formamide 
 Nuclease-free water 

 
Materials: 

 Pipette tips with filter (10 µL, 20 µL, 200 µL and 1000 µL). 
 1.5 mL sterile tubes. 
 0.2 mL tubes 
 96-well plates compatible with the capillary electrophoresis equipment. 
 Film for 96-well plates. 
 Latex gloves  

NOTE: This kit does not include the reagents and materials necessary to perform capillary electrophoresis. 
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Assay protocol
 

 

07.1   |   Preparation of amplification reactions  

is designed to perform one PCR reaction for each test sample, i.e. two 
reactions for each case, one reaction with the sample obtained from tumor tissue and 
one reaction with the sample from non-tumor tissue.  

The recommended protocol for the preparation of amplification reactions is shown below: 

01 Thaw all kit reagents and DNA from the samples. Vortex each of the reagents and 
keep them refrigerated. 

02 Add the following reagents in the PCR mix to a 1.5 mL tube: 

Reagents Quantity per reaction 

General Master Mix III 5 µL 

MSI Master Mix 2.5 µL 

MSI Buffer 15.5 µL 
 

NOTE: In order to estimate the quantity of reagents required, the number of samples and controls to be 
analyzed simultaneously must be taken into account. We recommend adding one more reaction or 
increasing the volume of each reagent by 10% when making the calculations. 

03 Vortex. 

04 Dispense 23 µL of the PCR mix in a 0.2 mL tube. Dispense in as many 0.2 mL tubes 
as the number of samples or controls to be analyzed simultaneously. 

05 Add the following to the corresponding 0.2 mL tubes: 

 2 µL of tumor tissue. 
 2 µL of non-tumor tissue. 
 2 µL of the positive control included in the kit, to check the amplification system 

is working correctly. 
 2 µL of water to check that the reagents used are not contaminated with DNA. 

06 Place the tubes in the thermal cycler and run the following amplification program: 
 

Parameters Stage 1 Stage 2 Stage 3 

No. of cycles 
1 x cycle 30 cycles 1 x cycle 

Enzymatic 
activation Denaturation Annealing Extension Final extension  

and storage 

Temperature 95ºC 95ºC 62ºC 72ºC 60ºC 10ºC 

Time 5 minutes 30 seconds 55 seconds 45 seconds 30 minutes ∞ 

Tabla 3. Optimal PCR program for SimpliAmp Thermal Cycler and GENEAMP® PCR System 9700 by Applied Biosystems. 
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NOTE 
 

It is possible to stop the protocol at this point. PCR products can be stored at 4°C if the protocol 
is to be continued within the next 24 hours or at -20°C for longer periods of time. 

 

 

07.2   |   Preparation of the fragment plate 

In order to perform capillary electrophoresis, PCR products (fragments) must be prepared 
in a 96-well plate compatible with the capillary electrophoresis equipment as follows: 

01 Add the following reagents to a 1.5 mL tube: 

Reagents Quantity per reaction 

Formamide 18 µL 

GeneScan™ 500 LIZ marker 0.5 µL 
 

In the case of more than one reaction, increase the volume of each reagent by 10%. 

NOTE: The volume of the size marker can be increased or decreased to adjust the intensity of the peaks 
observed in the electropherogram. 

02 Dispense 18.5 µL of the above mixture into each well.  

03 Add 1 µL of the DNA obtained from the PCR reactions. 
NOTE: The sample volume can be increased or decreased (by diluting the samples with nuclease-free 
water) to adjust the intensity of the peaks observed in the electropherogram. 

04 Seal the plate with a film, spin and denature in a thermal cycler for 5 minutes at 98°C. 

05 Store the plate at 4ºC until it is placed in the capillary electrophoresis equipment. 
 

 

07.3   |   Capillary electrophoresis 

Once the fragment plate has been prepared, the reactions should undergo capillary 
electrophoresis. Depending on the sequencer model used, the electrophoresis conditions 
recommended by the manufacturer will be used. 

In order to program such conditions, bear in mind that the amplification range varies 
approximately from 100 to 200 bp, that primers labeled with 6-FAM™, NED™ and VIC™ are 
used and that the molecular weight standard is labeled with GeneScan™ 500 LIZ. 

The following image shows the optimized conditions for the 3730xl DNA Analyzer 
sequencer (Thermo Fisher Scientific), using the POP-7™ polymer. 
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Figure 1. Optimized parameters for the 3730xl DNA sequencer. 

 
Detection intensity may vary between different equipment, depending on the model, the 
state of the optical system of the equipment, and the injection time and voltage. Therefore, 
it may be necessary to increase or decrease the quantity of size marker or PCR product 
required to perform capillary electrophoresis.  
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Analysis of the results
 

 

The results are analyzed with a specific program for fragment analysis and the .fsa file 
obtained as a result of capillary electrophoresis. The result is an electropherogram with 
peaks of a certain intensity (height) and distance directly proportional to the size of the 
fragment (see Figure 2). 

It is recommended to follow the indications below for the results to be analyzed properly: 

 Check the absence of amplification in the negative controls (NTC). If amplification is 
detected, it is recommendable to repeat the analysis to rule out accidental 
contamination. 

 Check that the positive control shows the amplification pattern shown below.  

 To view the results clearly, we recommend analyzing the markers by channels (FAM, 
VIC and NED), as markers from different channels may be the same size and not easy 
to differentiate when analyzing all the channels simultaneously. 
 

 

 

 

 

 

Figure 2. Electropherogram obtained from the positive control. The pink bar indicates the expected size range for each 
marker. Table 1 of this document shows both the size of the base pairs of each marker for the positive control included in 
the kit and the size range and fluorophore for each marker. 
 
 

 Analyze each case, simultaneously observing the tumor tissue sample and the 
non-tumor tissue sample. 

 The markers with the same number of base pairs in both tissues are stable, while those 
that vary, to a greater or lesser extent, are unstable.  

BAT26 BAT25 BAT40 

NR22 NR21 D2S123 

D5S346 D17S25
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 When not unstable, markers D2S123, D5S346 and D17S250, which are highly polymorphic 
in the general population, can be used for sample traceability, thus ensuring that the 
tumor tissue sample and normal tissue sample come from the same patient, if they are 
the same size in both tissues. 

 It is possible that not all the markers can be amplified in samples that have become too 
degraded (DNA from tissue embedded in paraffin). Nevertheless, the absence of up to 
two markers does not impede the diagnosis of the case. 

 Below is a diagram showing the correlation between the number of unstable markers 
and the degree of instability, and two examples of possible results obtained from the 

 analysis. 
 

Degree of instability Number of unstable 
markers 

Stable (MSS) 0 

Low unstable (MSI-L) 1 - 3 

High unstable (MSI-H) > 3 
 

Table 4. Correlation between the number of unstable markers and the degree of instability. 
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Figure 3. Electropherogram of a highly unstable case, in which four of the eight markers are unstable. 
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Figure 4. Electropherogram of a stable case, in which none of the markers are unstable. 
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Troubleshooting
 

 

The following table shows possible results for the analyzed samples, the positive control, the 
size marker and the negative control. In the case of an unexpected result, the interpretation 
and the most probable reason for such a result are given in the following table: 
 

 

Problem Samples 
analyzed 

Positive 
control Size marker Negative 

control Results/interpretation 

Weak or no 
fluorescence 

signal 

     Expected result 

 
  

 
Insufficient quantity and/or 
quality of template DNA 1 
Impure template DNA 2 

    
Failed capillary electrophoresis 3 
Failed denaturation 4 

    Failed PCR 5 

Excessive 
fluorescence 

signal 

     
Excessive DNA quantity 6 

     

Presence of 
more peaks 

than expected 
    Contamination 7 

 

Table 5. Interpretation of possible results with the MSI OncoKitDx kit 
 
 
(1) Insufficient quantity and/or quality of template DNA: check that the DNA has been correctly quantified 
and use the indicated quantity of template DNA. If the DNA has been correctly quantified, check its integrity. 
Samples that are too degraded might not show amplification of all the instability markers. Perform a new 
extraction if necessary. 
(2) Impure template DNA: high salt concentrations or altered pH can inhibit PCR. If you are using template DNA 
dissolved in an elution buffer with a pH other than 8 or at high EDTA concentrations, the volume of DNA 
should not exceed 20% of the total reaction volume. Traces of the reagents used during extraction can also 
affect the PCR reaction. If so, clean the DNA or prepare a new extraction. 
(3) Failed capillary electrophoresis: check if the equipment parameters are as specified and reinject the samples. 
(4) Failed denaturation: for correct denaturation, the samples must be heated for the time indicated in 
section 7 of this document, and then kept cold until loading into the sequencer. 
(5) Failed PCR: check that the PCR program is as indicated. 
(6) Excessive quantity of DNA: make sure you are using the right quantity of DNA. If so, dilute the PCR product in 
sterile deionized water and prepare again for denaturation and loading into the sequencer r. 
(7) Contamination: this can be caused by another template DNA or by a previously amplified DNA. Cross-
contamination can lead to false positives and negatives, resulting in problems in the interpretation of 
results. Use pipette tips with filters and change gloves regularly. 
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Limitations
 

 

10.1   |   Equipment 
 

has been validated using the following PCR thermal cyclers: 

 SimpliAmp Thermal Cycler (Thermo Fisher Scientific) 

 GeneAmp PCR System 9700 (Thermo Fisher Scientific) 
 

If you use another make or model of thermal cycler, you may need to adjust the 
amplification program. Please contact our technical support for any questions or 
clarifications. 

has been validated using the following sequencing platform: 

 3730xl DNA Analyzer (Thermo Fisher Scientific) 
 

This kit is valid for polymers compatible with 6-Carboxyfluorescein (6-FAM), VIC and NED. 
In the case of using equipment different from that mentioned above, follow the protocol 
specifications for those platforms. 

 

10.2   |   Reagents 
 

has been validated using the reagents included in the kit and those 
recommended in section 6 of this document (Equipment and materials required but not 
supplied). 

We recommend using the reagents recommended by the sequencer supplier for 
capillary electrophoresis: Thermo Fisher Scientific. 

In the case of doubt, please contact our technical support. 

 

10.3   |   Product stability 
 

The optimum performance of this product is confirmed provided that the recommended 
storage conditions according to the optimum product date for each production batch are 
followed.    
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